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For Immediate Release: 3 September 2015 
 

INTERTEK WARNS OF COUNTERFEIT IEC/IECEE TEST CERTIFICATE (CB SCHEME)  
IDENTIFYING BRACCO DIAGNOSTIC CARDIOGEN-82 INFUSION SYSTEM  

 
Intertek Testing Services notifies consumers, retailers and distributors that CB Test Certificate 
US/3702/ITS noting Bracco Diagnostics CardioGen-82 Infusion System associated to Report number 
100216703ATL-001 dated June 18, 2013 is invalid and has been determined to be counterfeit. 
 
These products have not been evaluated by Intertek. It is unknown if these products are compliant 
with the indicated international safety standard. 
 

Counterfeit Document: IECEE CB Test Certificate US/3702/ITS 
Applicant: Bracco Diagnostics 
Product: Automatic Rubidium-82 Fluid Infusion and Irradiation System, Model 501 

 
This notice only applies to the CB Test Certificate below identifying product Cardiogen-82 Infusion 
Systems model 501.  

 
  

 
 


